^ THE GENERAL RADIO 



Experimenter 



VOLUME 40 • NUMBERS 11 12 / NOV-DEC 1966 



IET LABS, INC in the GenRad tradition 

www.ietlabs.com 

534 Main Street, Westbury, NY 11 590 TEL: (516) 334-5959 • (800) 899-8438 • FAX: (516) 334-5988 




Vol. 40 • Nos. 11, 12 
Nov - Doc 1966 


the 


Experimenter 


© 1966 Gsnsrol Rodio Company, W««t Concord, Mott., USA 


Published monthly by the General Radio Company 


THIS ISSUE - 

Page 


Automatic Capacitor-Testing Systems. 3 

Digital limit Comparator. 10 

Automatic Scanner System. 13 

Experimenter on Microfilm... 19 

Instruction Manuals for the Classroom. 19 


GENERAL RADIO COMPANY 

West Concord, Massachusetts 01781 


• NEW ENGLAND 

22 Baker Avenue 

Weet Concord. Massachusetts 01781 

• METROPOLITAN NEW YORK 

Broad Avenue at Linden 
Ridgefield. New Jersey 07697 
PHILADELPHIA 

Fort Washington Industrial Park 
Fort Washington. Pennsylvania 1 903 4 

• WASHINGTON and BALTIMORE 

Post Office Box 1160 
11420 Rockville Pike 
Rockville. Maryland 20850 

ORLANDO 

113 East Colonial Drive 
Orlando. Florida 32801 
SYRACUSE 

Pickard Building. East Molloy Rd 
Syracuse. New York 13211 
CLEVELAND 

5579 Pearl Road 
Cleveland. Ohio 44129 
‘ Repair services are available at these offices 


• CHICAGO 

6605 West North Avenue 
Oak Park. Illinois 60302 

• DALLAS 

2600 Stemmons Freeway. Suite 210 
Dallas, Texas 75207 

• LOS ANGELES 

lOOO North Seward Street 
Los Angeles. California 90038 

SAN FRANCISCO 

Post Office Box 1389 

626 San Antonio Road 

Mountain View, California 94040 

MONTREAL 

1255 Laird Boulevard 

Town of Mt. Royal. Quebec. Canada 

• TORONTO 

99 Floral Parkway 
Toronto 15. Ontario, Canada 


GENERAL RADIO COMPANY (OVERSEAS), 8008 Zurich. Switzerland 
GENERAL RADIO COMPANY (U.K.) LIMITED, Bourne End. Buckinghamshire. England 
REPRESENTATIVES IN PRINCIPAL OVERSEAS COUNTRIES 



IET LABS, INC in the GenRad tradition 

www.ietlabs.com 

534 Main Street, Westbury, NY 11590 TEL: (516) 334-5959 • (800) 899-8438 • FAX: (516) 334-5988 













November- December 1966 


AUTOMATIC CAPACITOR-TESTING SYSTEMS 


The inspection bottleneck was broken 
by GR's 1680-A Automatic Capacitance 
Bridge Assembly, announced in 1964. 
Many users who formerly tested capaci¬ 
tors at a rate of ten a minute at best 
are now testing at rates better than 1 20 
a minute! In this issue we describe some 
of the complex automatic testing syslems 
designed around this bridge and two 
new accessories, the 1781 Digital Limit 
Comparator and the 1770 Scanner System. 


The increasingly demanding require¬ 
ments for extreme reliability in elec¬ 
tronic equipment, both military and 
commercial, have heightened the need 
for instruments for the rapid and 
accurate testing of the components that 
make up this equipment. General Radio 
has for many years manufactured instru¬ 
ments for component testing — im¬ 
pedance bridges, capacitance and in¬ 
ductance bridges, impedance compara¬ 
tors, etc — most of which were designed 
for use by skilled operators in a labora¬ 
tory. For on-line testing of high-volume 
production lots, manually operated 
instruments are no longer adequate; 
automation is a must. 

General Radio entered the lield of 
automatic component testing in 1904 


with the introduction of the 1080-A 
Automatic Capacitance Bridge Assem¬ 
bly. 1 This instrument measures the 
capacitance and loss of a component in 
a half second or less at the push of a 
button (or at electrical command) and 
presents the answer in both a digital 
display and an electrical output. The 
widespread acceptance of this device 
has led to a demand for complete 
measurement systems built around the 
bridge and for additional accessory 
instruments, some to simplify the auto¬ 
matic connection of components to the 
bridge and others to make use of the 
prodigious amounts of data that can 
now be obtained so rapidly. In addition 
to providing many accessory instru¬ 
ments, we are now prepared to provide 
complete measurement systems. 

MEASUREMENT SYSTEM 

“System" is an often-used word 
whose meaning varies with context. At 
General Radio we define a system as a 
collection of instruments of which 
some may be standard, some modified, 
some specially designed, some pur¬ 
chased assembled to solve a specific 
measurement problem. 

* R. G. Fulks. "The Automatic Capacitance Bridge," 
General Radio Experimenter , April 1905. 
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Figure 1. Block diagram of 

In this definition \vc recognize that 
a system is more than a group of our 
standard catalog instruments and a few 
patch cords. The grouping must be 
carefully thought out, both from an 
electrical and a mechanical standpoint. 
Interface problems must l>e identified 
and solved. Some instruments may have 
to !>e adapted to tin* requirements of 
the system. Others may have to be 
purchased or designed. Special cables, 
racks, and consoles may lie necessary, 
along with special operating and main¬ 
tenance instructions. In short, the 
system must l>e thoroughly engineered; 
the whole must In* greater than the 
sum of the parts. 

Since most of these system-design 
problems are beyond the inclination of 
many of our customers, we volunteer to 
do the job for them by offering custom- 
engineered measurement systems. Be¬ 
fore we look at some examples of these 
systems, let’s discuss a component- 
testing system in general. 

GENERAL BLOCK DIAGRAM 

Figure 1 shows a block diagram of 
an idealized component-testing system. 
The component or components are 
conditioned by the desired environment 
equipment, which may take the form of 
a temperature chamber, a vibration 
table, voltage-soaking equipment, etc. 
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component-letting tyttem. 

The next block includes component 
handlers, positioners, scanners, and 
other input devices. The heart (or 
brains) of the system is the measure¬ 
ment equipment — in this discussion 
the 1080-A Capacitance Bridge. Proc¬ 
essing equipment operates on the 
information received from the measure¬ 
ment equipment to put it in a more 
useful form. Examples of processing 
equipment are digital-to-analog con¬ 
verters, digital limit comparators, and 
parallel-to-serial converters. Output 
equipment includes analog recorders, 
digital printers, and tape and card 
punches. The remaining block, other 
data, includes serial-number generators, 
time-code generators, digital thermom¬ 
eters. and other devices that generate 
supplementary information. Such in¬ 
formation is usually fed into the pro¬ 
cessing equipment along with the meas¬ 
urement data. 

FILLING IN THE BLOCKS 
Measurement 

The measurement instrument central 
to the systems discussed in this article 
is the 1080-A Automatic Capacitance 
Bridge Assembly. 1 When a capacitor is 
connected to the bridge, the instrument 
automatically selects the proper range, 
achieves balance, and presents the 

• Ibid. 
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measured capacitance and either dis- 
^ sipation factor or conductance on an 
in-line digital readout, complete with 
decimal points and units. All this in¬ 
formation is also presented in binary- 
coded decimal form (1-2-4-2 bcd) for 
use by printers or other data-handling 
equipment. The entire balance opera¬ 
tion consumes a half second or less. 

Three switch-selected generator fre¬ 
quencies are available: 120, 400, and 
1(KK) Hz. Capacitance range is 100 pF 
(full-scale) to 100 mF at 400 and 1000 
Hz (resolution is 0.01 pF) and 1 jiF 
(full-scale) to 1000 aF with a 120-Hz 
signal. Dissipation-factor range is 
0.0001 to 1.0, and the bridge will meas¬ 
ure parallel conductance from 0.1 
nanomho to 1 mho at 400 and 1000 Hz, 
from 1 micromho to 1.0 mho at 120 Hz. 

Basic accuracy of capacitance meas¬ 
urement is ±0.1% of reading ±0.01% 
^ of full scale. Accuracy of frequencies 
supplied by the oscillator is ±1%. 

The bridge features several operating 
modes to accommodate a wide range of 


possible applications. In the track 
co xt mode, for example, it continuously 
follows variations in a capacitor under 
test, permitting automatic recording 
of the effects of temperature or other 
environmental conditions. In the track 
sampled mode, the bridge follows varia¬ 
tions but yields data only on command. 

In addition to measuring capacitors, 
this instrument can be used to measure 
any parameter that can be expressed in 
terms of an equivalent parallel capac¬ 
itance and conductance. Thus para¬ 
meters of dielectric materials, cables, 
thin-film circuits, inductors (negative 
capacitors), and resistors can be 
measured. 

Output 

There are many other ways of using 
the measurement results l>csidcs looking 
at them or writing them down. Figure 2 
shows the bridge feeding data to the 
1137-A Data Printer. This is the sim¬ 
plest means of obtaining a permanent 
printed record of the measurements. 





Figure 2. Automatic capacitance 
bridge and data printer. 
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The 1510-A Digit&l-to-Graphic Re¬ 
cording Assembly, shown with the 
bridge in Figure 3, is convenient for 
plotting changes in the value of a given 
component. The digital-data output of 
the bridge, after conversion to an analog 
current (or voltage» by a high-speed 
digital-to-analog converter, is plotted by 
a graphic recorder. By selection of the 
proper digits for conversion, a precise 
zero suppression can be obtained so that 
very small changes in the value of a 
component can Ik* easily plotted. This 
combination is used extensively in 
environmental tests on capacitors, as, 
for example, in the measurement of 
temperature coefficients. 

One of the most popular means of 
storing data for further statistical 
analysis is the punched card. Through a 


para 1 lei-to-serial converter the bridge 
can be connected to a card punch for 
this purpose. 

Other forms of data recording for 
future processing by a computer include 
punched ta|K* and magnetic tape. In¬ 
quiries are invited for systems including 
equipment for tajn* recording. 

Another class of output equipment 
operates on the component itself rather 
than on the measurement data. This 
equipment can l>e combined with the 
input equipment to sort the compo¬ 
nents into tolerance bins, for example. 
While General Radio provides the 
proper processing equipment (see be¬ 
low), we do not supply the mechanical 
handling equipment, which is readily 
obtainable from several manufacturers. 


Figure 3. Automatic capo* 
cifonco bridge and digital* 
to-graphic recording as¬ 
sembly. 
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Processing 

^ Processing equipment takes several 
forms. The 1136-A Digital-to-Analog 
Converter mentioned above is one 
example. Another, described more fully 
in the following article, is the 1781 
Digital Limit Comparator, which com¬ 
pares the bridge reading with preset 
limits to determine whether a com¬ 
ponent is in or out of tolerance. Other 
processing (interface) instruments con¬ 
vert output signals from one instrument 
into the form required at the input of 
another instrument. For example, the 
parallel-to-serial converter mentioned 
above converts the parallel (all-at-oncc) 
data from the bridge into the serial 
(one-at-a-time) data required by a 
card punch. Other interface instruments 
change the voltage and impedance 
levels or the logical coding of signals 
from one form to another. 


Other Data 

Information in addition to the meas¬ 
ured value is often required, especially 



Figure 4. An automatic capacitor-test system 
produced by General Radio. 

when automatic output equipment is 
used. Identifying data, such as serial 
number, or data on conditions of meas¬ 
urement, such as temperature, time of 
day, or elapsed time, can be obtained 
from additional instruments connected 
into the processing equipment (through 
interface equipment if necessary) along 
with the primary measurement data. 

TYPICAL SYSTEMS 

Figure 1 is a photograph of an auto¬ 
matic capacitor-testing system pro¬ 
duced by General Radio for a large 
aerospace manufacturer. It is used for 
incoming inspection and quality-con¬ 
trol testing of a broad variety of ca¬ 
pacitors. The following components are 
included: 

1) Component carrier and automatic 
indexer, 

2) Bias-voltage power supply, 

3) ll)SO-A Automatic Capacitance 
Bridge Assembly, 

4) 1781 Digital Limit Comparator, 

5) Serial-number generator, 


Input 

Input equipment is used to perform 
the actual connection of the terminals 
of the component to the terminals of 
the bridge. Such equipment can range 
all the way from the 1680-IM Test 
Fixture, in which components are man¬ 
ually inserted, to the more sophisti¬ 
cated reel-type handlers and vibratory- 
hopper feeders. 

These devices connect components to 
the bridge one at a time. Some applica¬ 
tions require that components be con¬ 
nected in a prescribed automatic se¬ 
quence and then recycled, or scanned, 
in the same or a different sequence. 
For these applications the 1770 Scan¬ 
ner System described on page 13 is ideal. 
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Figure 5. Automatic capacitor-test system produced 
by General Radio for Corning Glass Works. 


Photo rourtety of Coming 
Glau Work*. 



6) Two 1137-A Data Printers, 

7) Interface panels, 

8) Console. 

The capacitors to be tested are 
loaded into the 50-component carrier 
stick, which is then inserted in the au¬ 
tomatic indexer. The power supply ap¬ 
plies bias voltage to each capacitor, 
and the capacitance is measured by the 
automatic bridge, which indicates the 
value and supplies the measurement 
data to the 1781 comparator. The com¬ 
parator determines whether each ca¬ 
pacitor Is in or out of tolerance and 
feeds its data, along with a three-digit 
number from the serial-number genera¬ 
tor, to the two printers. One printer 
prints the serial number and capaci¬ 
tance of each capacitor, the other the 
serial number and dissipation factor. 
The print-out is black for a good ca¬ 
pacitor and red for a bad one, and it 
includes a digit to indicate the reason 
for the acceptance or rejection of the 


capacitor - go, high c, low c, or 

HIGH D. 

Three modes of operation arc pro¬ 
vided. The manual mode allows the 
capacitors to be tested one at a time 
by means of a push button on the in¬ 
dexer. The automatic mode allows all 
50 capacitors to be tested. In the stop- 
no-go mode, the capacitors art* tested 
and stepped along automatically until 
an out-of-tolerance value occurs. At 
this point the system stops, and it 
stays stopped until it is manually re¬ 
started. 

Figure 5 shows a system supplied to 
Electronic Products Division, Corning 
Glass Works. This system includes a 
stick indexer and a card punch. To 
satisfy the requirements of the system, 
a 16-character data printer and a spe¬ 
cially designed card-punch coupler were 
used. 

This system is used by quality-con¬ 
trol personnel to monitor the produc- 
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tion of glass-dielectric capacitors. The 
capacitors are loaded into sticks and 
measured by the system. A tape printer 
and a card punch simultaneously record 
serial number, capacitance, and dissi¬ 
pation factor. 

OTHER APPLICATIONS 

These automatic systems can be used 
in the design of components for the 
evaluation of experimental units or for 
the testing and sorting of the output of 
a production line. They can also be 
employed to test purchased compo¬ 
nents in incoming-inspection or quality- 
assurance programs. 

Capacitor testing is only one of the 
bridge’s many applications. Atomic 
Energy of Canada, Limited, uses a sys¬ 
tem including a 1680-A bridge, 1136-A 
D/A converter, and 1">21-B recorder 
to plot the effects of immersion in an 
electrolyte on the impedance of thin- 
film components. Another large labora¬ 
tory uses similar systems in the design 
of inductors for telephone applications. 


At General Radio we use a IG80-A 
bridge system to check the turns ratio 
of the toroidal transformers used in the 
bridge itself! 

ECONOMY 

Although the cost-saving advantages 
of automation seem obvious, the results 
of the installation of these automatic 
systems are sometimes startling. Cost 
analyses indicate a saving of up to 
80% or more on the per-unit cost of 
component inspection, in spite of the 
higher cost of the automatic equipment 
with respect to manually operated 
equipment. Customers have told us 
that a 1680-A bridge can pay for itself 
in six weeks! 

SUMMARY 

Those who wish to automate capaci¬ 
tance-measuring operations can now 
obtain from General Radio entire sys¬ 
tems, custom-engineered for specific 
applications. This systems capability 
is graphically summarized in Figure 6. 
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Figure 6. Chart showing instruments and devices that can be used in an automatic com¬ 
ponent-measuring system. General Radio can supply systems including those components 
indicated by tinted blocks. 
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Figure 1. GR 1781 Digital Limit Comparator shown with automatic bridge. 


DIGITAL LIMIT COMPARATOR 


As mentioned in the previous article, 
accessory instruments are required to 
exploit fully the capabilities of the 
1680-A Automatic Capacitance Bridge 
Assembly. Figure 1 shows a most use¬ 
ful member of this accessory family, 
the 1781 Digital Limit Comparator. In 
this instrument, measurement data 
from the bridge are compared with 
manually set limits, and the results are 
presented on panel lamps and in relay- 
contact closures at a rear-panel con¬ 
nector. Thus the comparator can be 
used not only for testing and manual 
sorting of components to prescribed 
tolerances but also, with output equip¬ 
ment, for automatic sorting. 

INPUT 

The input to the comparator is in 
the form of 11 four-line bcd digits, 


five for loss value (dissipation factor or 
conductance), five for capacitance 
value, and one for range code. Positive 
true logic is required, with the logic 
4< 1,” or true, level at least 10 volts 
ai>ovc the “0" level. Although 1-2-4-2 
data are normally used, a 1-2-4-8 mod¬ 
ification is available. Two 5-digit lim¬ 
its, one upper and one lower, are set for 
the capacitance data, an upper limit 
is set for the loss data, and one limit is 
set for the range digit. Complete com¬ 
parison takes only 2.5 milliseconds. 

OUTPUT 

Four front-panel lamps and corre¬ 
sponding internal spdt relays provide 
visual and electrical indication of the 
comparison result. The lamps indicate 
go, high c, low c, or high d/g. The 
relay contacts are isolated from the 


F 


f 


-| 

•i 
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instrument and from each other and 
are rated at 115 V, 0.1 A. A data-out- 
put connector is also provided for 
connecting a data printer or an addi¬ 
tional limit comparator. 

SORTING 

A 1080-A bridge and a 1781 com¬ 
parator form a complete testing system 
by means of which an operator can 
manually sort capacitors into the four 
categories indicated by the comparator. 
This process can be speeded up by use 
of the output relay contacts to operate 
automatic bin sorters. 

Several comparators can be con¬ 
nected together to sort components 
into several classifications. Figure 2, for 
example, shows three comparators con¬ 
nected to sort components into four 
tolerance groups: 1 percent, 5 percent, 
10 percent, and greater than 10 per¬ 
cent. The measurement data digits are 
connected to all three comparators. 
After the first comparator has com¬ 
pleted its calculation, it indicates the 


result and starts the second compara¬ 
tor. This sequence continues until one 
comparator indicates go or until all in¬ 
dicate no go. The final decision will 
apply power to the appropriate output 
circuit through the relay contacts. 

A 1137-A Data Printer can be con¬ 
nected to the comparator to obtain a 
record of the results. Three printer 
modes are provided: 

1) Print all measurements; 

2) Print in-tolerance measurements 
only; 

3) Print out-of-tolerance measure¬ 
ments only. 

In addition, a color-control signal is 
provided to print go measurements in 
black and no go measurements in red. 
A digit representing the result of the 
comparison is also printed. 

CIRCUIT DESCRIPTION 

The 1781 Digital Limit Comparator 
is Imsicully a sequential digital calcula¬ 
tor. Comparison of the input data with 
preset limits is accomplished by a 


Figure 2. Diagram showing interconnec¬ 
tion of three comparators for multiple- 
limit sorting. (GO-NO-GO relays shown 
ore incorporated in comparators.) 
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Figure 3. Simplified logic diagrom 
illustrating comparison technique. 



sequential technique in which one four- 
line binary-coded decimal digit is sub¬ 
tracted from another in a four-bit paral¬ 
lel subtraction circuit. In the loss com¬ 
parison, for example, the measured 
value is subtracted from the preset limit 
value digit by digit, starting with tin* 
least significant digit. The simplified 
block diagram of Figure 3 illustrates 
the principle. The sequential input 
circuits apply each pair of digits to the 
four-bit subtractor (each digit is com¬ 
posed of four binary bite). After each 
subtraction, any borrow bit generated is 
stored and entered as a previous Iwrrow 
for the next subtraction. After all five 
digits liave l>een subtracted, the pres¬ 
ence or absence of a borrow bit indicates 
whether the measured value is higher 
or lower than the* preset value. 

The capacitance-value comparison is 
performed in much the same way. Tin- 


range digit is used as the most signifi¬ 
cant digit of capacitance value. At the 
completion of comparison, the final 
borrow information is used to select the 
proper output relays and lamps. 

This technique involves a minimum a 
of critical circuitry and requires only 
2.o milliseconds for a complete com¬ 
parison. 

CONCLUSION 

Many of the advantages of an auto¬ 
matic bridge can be negated by an 
operator who misreads the indicated 
values or who occasionally translates 
measured data into incorrect decisions 
in handling or processing. The limit 
comparator, by substituting digital 
logic for human decision, advances the 
measurement system an important step 
nearer to elimination of human error 
in routine jobs. 


SPECIFICATIONS 


RANGE OF LIMIT SETTINGS: 00000 to 90999 for 
both C and /). • 

ACCURACY: Same as that of data source. 

INPUT 

Data: II digits, bci>, 12 12 (1-2-I-8 op¬ 
tional ). 


Logic Levels: 

'T’.I'm, (or Vrkf to V ref-2 volts) 

10(»r Vrkf— 8to V rrf~5i 0 volts), 
input Remittance: >-47 ku (connected to Vrkf). 

Maximum Source Resistance: 100 kii. 
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Reference Voltage: ±50 V with respect to 
chassis ground. Maximum source resistance, 
1 klh 

Compare Command: Logic I to logic 0 tmuni¬ 
tion. Minimum duration, 2.5 ms; input re¬ 
sistance, >50 kii. Maximum source resistance, 
20 ktl. 

OUTPUT 

Data: Identical to input 

Comparison Result: BCD digit, Indlind 10 kit. 
Print Command: Logic 1 to logic 0 transition, 
behind 2.2 kit. 

Relay Contacts: I SPOT contacts, 115 V, HUS, 
0.1 A, rms, maximum. 


GENERAL 

Accessories Supplied: CAP-22 Power Cord, 
spare fuses, 1205 1000 Signal Cable? to con¬ 
nect comparator to measuring instrument. 
Accessories Rcquirod: If sorting equipment is 
used, 4205 1010 cable is also needed. See price 
table below. 

Power Required: 105 to 125 or 210 to 250 V. 
50 to GO Hz, 10 \V. (195 to 235 also available.) 
Cabinet: Itnck-U»nch. 

Dimensions: Bench model, width 10, height 1, 
depth 10*5 in (485, 105, 420 mm) over-all; 
rack model, width 10, height 3*2, depth liehind 
panel 10 in (185, 80, 410 mm). 

Net Weight: 20 II) (0.5 kg). 

Shipping Weight: 30 lb (14.0 kg). 


Catalog Xumber 

Description 

Price, in USA 

1781-9801 

Type 1781 Digital Limit Comparator, Bench Model 

$1625.00 

1781-9811 

Type 1781 Digital Limit Comparator, Rack Model 

1625.00 

4205-1010 

Accessory Cable (from sorting equipment to comparator) 

65.00 



Figure 1. GR 1770 Scanner System. 


AUTOMATIC SCANNER SYSTEM 


The 1770 Scanner System shown in 
Figure 1 is an automatic instrument 
for the sequential connection of many 
pairs of terminals to a single pair. Its 
primary purpose is to connect unknown 
capacitors to the 1680-A Automatic 
Capacitance Bridge Assembly. This 
bridge can detect changes in capaci¬ 
tance as small as 0.01 pF and, because 


of its three-terminal configuration, it 
will ignore stray capacitance from each 
component terminal to ground. With 
other scanners, this capability cannot 
be used to advantage. In the 1770 
Scanner System a guard arrangement 
connects stray capacitance (caused by 
long cables, for instance) from the 
component terminals to ground, leav- 
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ing less than 0.01 pF across the com¬ 
ponent itself. 


DESCRIPTION 

The Scanner System is composed of 
two main units, the 1771 Scanner Con¬ 
trol and the 1772 Scanner Switch. The 
components under test are connected 
to the switch unit by long cables, each 
consisting of 10 wires in a single shielded 
bundle. The switch unit is similarly con¬ 
nected to the control unit by a long 
cable. This arrangement is extremely 
adaptable, since the components can be 
separated from the switch unit, which 
can in turn be separated from the 
control unit. In environmental testing, 
for example, components in a test cham¬ 
ber can be connected to the switch unit 
outside the chamber by the cable 
bundle. The arrangement also allows 
expansion of the channel capacity, 
since several switch units can be con¬ 
nected to a single control unit. 


SCANNER SWITCH UNIT 

The 1772 Scanner Switch accepts up 
to 10 plug-in reed-switch modules. Two 
types of switch modules are available: 
the 1772-1M SPST Scanner Module and 
the 1772-P2 SPDT Scanner Module. 
Kach module can accept 10 input lines 
and connect them sequentially to one 
output line. The 1772-PI SPST module 
connects the input lines, one at a time, 
to the output line and leaves the unused 
lines open. The 1772-P2 SPDT module 
operates in the same manner except 
that the inactive input lines are con¬ 
nected to a common (ground) terminal. 
Figure 2 shows the use of these modules 
in the guarded scanning of two-terminal 
components. Only three of the 10 input 
channels are shown. Note that this con¬ 
nection places the stray capacitance of 
the inactive channels between the low 
output terminal and ground rather than ^ 
across the output terminals. This con¬ 
nection is shown more clearly in 
Figure 3. 
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Figure 3. Simplified schema¬ 
tic diagram of scanner 
switching circuit. 


Each module uses long-life reed 
switches capable of over 25 million 
operations. Total channel resistance is 
less than 200 milliohms. 

The 1772 Scanner Switch can accept 
10 modules of either type and can 
provide, for example, a scanning capac¬ 
ity of 50 two-terminal components or 
100 single-terminal signal lines. 

Physical Description 

Figure 4 shows a 1770 Scanner System 
used with a 1680-A Automatic Capa¬ 
citance Bridge Assembly. The 1772 
Scantier Switch is shown at the left, 
housed in a ">J^-inch-high relay-rack 
cabinet. All connections are made at 
the rear of the unit. The 1772-1* 1 and 
-P2 Scanner Modules plug in as shown. 


Each module includes a 14-pin connec¬ 
tor for the input lines and two parallel 
bxc connectors for the output lines. 
One bxc output connector can be used 
for connection to the external measuring 
instrument and the second to other 
modules. The main chassis has two 
connectors, one for connection to the 
1771 Scanner Control and one for con¬ 
nection to other Scanner Switches. Two 
50-foot rolls of 10-conductor shielded 
cable are supplied for connection to the 
input lines. 

SCANNER CONTROL UNIT 

The 1771 Scanner Control Unit is an 
all-solid-state instrument that can con¬ 
trol up to four 1772 Scanner Switches. 
Its maximum capacity is 100 single or 



Figure 4. Scanner system connected to automatic bridge. Scanner switch is at left; control unit is obove 

the bridge. 
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multiple ehannels. The instrument has 
thumb-wheel switches for channel selec¬ 
tion and a bright in-line numerical 
readout of the active channel. An elec¬ 
trical readout is also provided, along 
with various other electrical inputs and 
outputs. 


OPERATING MODES 

The thumb-wheel switches are set to 
the first and last channels of a desired 
sequence. Six modes of operation can be 
selected by the front-panel mode con¬ 
trol switch: 

(1) Single step, in which channel 
advance is initiated by manual opera¬ 
tion of a front-panel pushbutton or by 
an electrical signal applied to a rear 
connector: 

(2) Single Scan, in which a channel 
group is automatically scanned once 
from the first to the last channel. At the 
end of the sequence the first channel is 
ready to be activated: 

(3) Continuous Scan, in which a 


channel group is repetitively scanned; 

(4) Repeat, in which the scanner ^ 
remains on the first channel. A push¬ 
button or an external input is used 

to generate an output “measure” 
signal; 

(5) Random Access, in which any 
channel can lx? selected by bcd contact 
closures applied to a rear connector; 

(6) Remote, in which any mode of 
operation can be selected by contact 
closures applied to a rear connector. 

TIMING 

A scanning sequence is initiated by 
a signal from the automatic capaci¬ 
tance bridge. An output delay interval, 
adjustable from 50 milliseconds to 2.5 
seconds, is generated to allow proper 
operation of other equipment that may 
lie activated by the same signal. After 
this delay the scanner advances one 
channel, and a second interval, of 10 ^ 
milleseconds, allows for switch lx>unee 
time and data settling. At the end 


Figure 5. Simplified 
schematic diagram 
showing interconnec¬ 
tions between control 
unit and switch unit. 


1771 1772 

SCANNER CONTROL SCANNER SWITCH 
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Figure 6. Bridge-scanner 
system used in environ¬ 
mental tests on dipped- 
mica capacitors. 



Photo rourtr ly of the Electro Motive Manufacturing Co., Inr. 


of this interval an output signal is 
generated to operate the bridge. At 
the same time, a third interval, adjust¬ 
able from 100 milliseconds to 25 
seconds, is initiated. In the sixglk 
scan or continuous scan mode the 
scanner advances to the next channel 
at the end of this interval unless a 
signal from the bridge has caused it 
to advance sooner. 

Front-panel terminals allow the oper¬ 
ator to monitor the delay signals on an 
oscilloscope. 

SCANNER CONTROL - SCANNER 
SWITCH INTERCONNECTIONS 

Figure 5 shows a simplified schematic 
diagram of some of the interconnec¬ 
tions between the Scanner Control Unit 
and the Scanner Switch Unit. Two 
decade counters in the Scanner Con¬ 
trol Unit determine the active channel 
by means of the matrix (“crosspoint") 
connection shown. For example, if the 
tens decade is set to 0 and the units 
/*** decade to 9. tens-driver transistor TO 
and units-driver transistor U9 will be 


held in saturation, connecting the coil 
of reed switch 09 between V MMr and 
the -15-volt supply. The diodes in 
series with the reed-switch coils allow 
the matrix to operate, while those in 
parallel with the coils prevent the surge 
transient from damaging the driver 
transistors. 

The coil-return line, REL % is con¬ 
nected through a normally saturated 
transistor to V RKr . This transistor is 
cut ofT for the reset operation, disabling 
all channels. 

The channel-driver transistors can 
supply up to SO mA. The reed-switch 
coils in the 1772-Pl SPST Scanner 
Module require 15 mA and those in 
the 1772-P2 SPOT Scanner Module 
require 30 mA. Thus one Scanner Con¬ 
trol Unit can drive, for example, four 
100-channel single-wire Scanner Switch 
Units (10 1772-Pl SPST modules in 
each) or one 100-channel guarded-two- 
terminal scanner consisting of two 
Scanner Switch Units (10 1772-Pl 
SPST modules in one and 10 1772-P2 
SPDT modules in the other). 
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APPLICATIONS 

Figure 0 shows the 1770 Scunner 
System used with u 1080-A Automatic 
Capacitance Bridge Assembly at Elec¬ 
tro Motive Manufacturing Company in 
Willimantic, Connecticut, to perform 
environmental-performance inspection 
of high-reliability dipped-mica capaci¬ 
tors. The capacitors are checked in an 
environmental chamber over a range 
of —55 to +150°C. 

In another custom-designed meas¬ 
urement system, a 1770 Scanner System 
is used in the testing of touch-dial- 
telephone inductors. By use of the 
random-access mode, external program¬ 
ming equipment is used to connect a 
prescribed group of inductors, first 
for demagnetizing and then, after a 
known time interval, for measurement. 
The flexibility of the scanner system 
makes it ideal for this application. 


The 1770 Scanner System can be 
used for signal-line scanning with either 
type of switch module. The 1772-P2 
SPOT Scanner Module is constructed 
so that terminating resistors can be 
automatically connected to inactive 
channels (see Figure 2). 

The scanner system can also be used 
in reverse as an output scanner, to 
connect a single input signal to many 
output terminals in sequence. In one 
such application, for example, two 
scanner switch units are operated from 
one control unit. One of the switch 
units connects input signal lines one 
at a time to a measuring instrument, 
while the other switch unit connects 
the output of the instrument to a mul¬ 
tiple-channel recorder. 

Harold T. McAleer 
Richard F. Sette 


SPECIFICATIONS 


1771 SCANNER CONTROL 

INPUT 

Logic levoli ( Vref - 1 ±50 V): 

"1 ' - Vref (or Vref to Vref - 2 volte) 

“0” = Vref — 10 (or Vref — 8 to Vref — 
15 volte). 

Channel Advance: I»gic-level transition, either 
polarity; input resistance = 50 kti; maximum 
source resistance * 20 kfl. 

Or, contact closure to \'rrf\ input resist¬ 


ance = 1.8 left; open-circuit voltage = Vref 

— 15 volte. 

Remote Control: Start, stop, reset, skip, in¬ 
hibit, random-access channel selection and 
mode; contact chisure to \'rkf: input resist¬ 
ance = 1.8 kfl; open-circuit voltage - Vref 

— 15 volte. 

OUTPUT 

Channel Identification: BCD 1-2 1-2 (1-2-4-8 
optional); output resistance - 22 ks.\ 
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Measure Command: Logic 0 to logic 1 transi¬ 
tion behind 0.001 pF. 

Channel-Switch Drive Current: SO tnA. 

End of Scan: Logic-level transition, either p<»- 
larity, behind 10 k‘2. 

TIMING DELAYS 
Settle Delay: 10 ms. 

Safety Delay: Adjustable 100 ms 25 S. 

Output Delay: Adjustable 50 ins 2.5 s (can 
be inhibited). 


1772 SCANNER SWITCH 
Capacity: 10 scunner modules. 

1772-Pl SPST SCANNER MODULE 
Complement: 10 spst switch contacts, rated at 
25 V, 0.1 A, maximum. Channel-drive require¬ 
ment: 15 V at 15 tnA. 

1772-P2 SPDT SCANNER MODULE 
Complement: 10 spdt switch contacts, rated at 
25 V, 0.1 V, maximum. Channel-drive require¬ 
ment: 15 V' at 30 mA. 


ORDERING INFORMATION — The 1770 Scanner System is not presently 
available as an “off the shelf" item. Inquiries are invited for scanner systems 
as described above. The price for a typical 50-channel guarded scanner is 
approximately $3500. 


EXPERIMENTER on Microfilm 


Libraries and others faced with the 
problems of periodical storage can 
now obtain any or all volumes of the 
Experimenter , from Volume 1 (1026) to 
the present, on microfilm. Each vol¬ 
ume is in the form of positive micro¬ 


film, on metal reels suitably labeled. 
Enlarged copies can be printed on re¬ 
quest. All inquiries regarding this serv¬ 
ice should be directed to University 
Microfilms, 313 North First Street, 
Ann Arbor, Michigan 18106. 


INSTRUCTION MANUALS FOR THE CLASSROOM 


As many professors have found, OR 
instruction manuals contain not only 
instructions but also much valuable 
information on circuit design, principles 
of operation, and special measurement 


techniques. We are always glad to 
grant requests for single copies of 
manuals for use in the classroom. Where 
quantities are requested, a charge will 
usually be made to defray printing cost. 


ADDENDUM 


In the specifications for the Type 
1394 High-Rate Pulse Generator (July 
1906 issue, page 8), the type designa¬ 
tions 1394-A and 1394-Z appear with¬ 
out explanation of the distinction be¬ 
tween them. As mentioned early in the 
issue, the High-Rate Pulse Generator 
alone is designated Type 1394-A; the 
designation 1394-Z identifies the com¬ 
bination of Type 1394-A High-Rate 


Pulse Generator and Type 1394-PI 
Pulse-Offset Control. 

In the specifications for the 1525-A 
Data Recorder (October issue), a line 
of type was omitted from the Weighting 
(Characteristics. The complete specifica¬ 
tion follows: 

Weighting Characteristics: NAB : tTI < 1 constant 
current for both playback amplifiers; NAB 
constant current, and A, B, and C weighting 
(standard sound-level-metcr characteristic) for 
record channel #1. Constant current for record 
channel 42. 
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EXPERIMENTER Editor Retires 


With this issue the 
Experimenter bids 
farewell to Charles E. 
Wort hen, who for 
over 30 years has 
been its Editor. 

Charles Wort hen 
joined OR in 1928, 
after graduating from 
and, working with J. K. Clapp, 
helped pioneer the first commercial 
primary frequency standards. In 1934 
he turned his full attention to the writ¬ 
ten word; since then, as Publicity Man¬ 
ager and as Director of the Sales Promo¬ 
tion Department, he has shepherded the 


Experimenter , catalogs, instruction man¬ 
uals, handl)ooks, ads. and general pub¬ 
licity. His editorial judgment was al¬ 
ways sound; his writing was always 
characterized by good taste, a style 
both readable and correct, and a talent 
for uncomplicating the complex. Per¬ 
haps more than any other individual, he 
has set standards for the literature of 
the electronics industry. 

Now he retires, the better to enjoy 
his family, his books, some travel, and 
a well-earned freedom from dead¬ 
lines. Our lieat wishes go with this man 
whose words were always so well chosen. 

E. Van Veen, Editor 
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